[Development of gas-liquid exchanger for complex retina pare operation].
A gas-liquid exchanger apparatus was developed for the complex operation of the retinal detachment. The bacteria-free gas can be obtained by using this apparatus. The pressure of the gas is successively adjustable, from 0 to 100 mmHg. The apparatus is very suitable for exchanging gas for liquid in the retinal surgery and raises the effect of the operation.